The ginsenoside standard solution was injected at 20 µl for 6 times. The peak areas of Rg1, Re, Rf, S-Rg2, S-Rh1, R-Rg2, Rc, Rb2, Rb3, F1, Rd, F4, S-Rg3, R-Rg3, PPT, Rg5, CK, and Rh2 are shown in supplementary Table S1 , and the RSD values are 0.27%, 0.93%, 0.53%, 0.60%, 0.78%, 0.63%, 0.53%, 1.37%, 0.55%, 0.99%, 0.61%, 1.21%, 1.66%, 0.66%, 0.53%, 0.52%, 0.56%, and 0.89%, respectively. RSD values are all less than 5%. Table S1 . Precision test of 18 pure ginsenoside.
PAA: peak area in average; STDEV: standard deviation; RSD: relative standard deviation; Rg1, ginsenoside-Rg1; Re, ginsenoside-Re, Rf, ginsenoside-Rf; S-Rg2, ginsenoside-Rg2(S-form); S-Rh1, ginsenoside-Rh1(S-form); R-Rg2, ginsenoside-Rg2(R-form); Rc, ginsenoside-Rc; Rb2, ginsenosideRb2; Rb3, ginsenoside-Rb3; F1, ginsenoside-F1; Rd, ginsenoside-Rd; F4, ginsenoside-F4; S-Rg3, ginsenoside-Rg3 (S-form); R-Rg3, ginsenoside-Rg3 (R-form); PPT, S-protopanaxatriol; Rg5, ginsenoside-Rg5; CK, ginsenoside-compound K; Rh2, ginsenoside-Rh2.
Stability test
Ginsenoside standard solution was injected at 0, 3, 6, 9, 12 and 24 h respectively. The peak areas of Rg1, Re, Rf, S-Rg2, S-Rh1, R-Rg2, Rc, Rb2, Rb3, F1, Rd, F4, S-Rg3, R-Rg3, PPT, Rg5, CK, and Rh2 are shown in supplementary Table S2 , RSD values are 1.75%, 0.70%, 0.32%, 0.44%, 0.24%, 0.27%, 0.27%, 0.28%, 0.32%, 0.25%, 0.38%, 0.32%, 0.32%, 0.30%, 0.30%, 0.27%, 0.34%, and 1.19%, respectively, and the RSD values are all less than 5%, indicating that the standard solution was stable within 24 hours. PAA: peak area in average; STDEV: standard deviation; RSD: relative standard deviation; Rg1, ginsenoside-Rg1; Re, ginsenoside-Re, Rf, ginsenoside-Rf; S-Rg2, ginsenoside-Rg2(S-form); S-Rh1, ginsenoside-Rh1(S-form); R-Rg2, ginsenoside-Rg2(R-form); Rc, ginsenoside-Rc; Rb2, ginsenosideRb2; Rb3, ginsenoside-Rb3; F1, ginsenoside-F1; Rd, ginsenoside-Rd; F4, ginsenoside-F4; S-Rg3, ginsenoside-Rg3 (S-form); R-Rg3, ginsenoside-Rg3 (R-form); PPT, S-protopanaxatriol; Rg5, ginsenoside-Rg5; CK, ginsenoside-compound K; Rh2, ginsenoside-Rh2.
Supplementary

Repeatability test
Six samples of GSE6 were prepared at a concentration of 10 mg/mL for HPLC analysis according to the method mentioned in section 3.2. The peak areas of Rg1, Re, S-Rg2, S-Rh1, R-Rg2, Rc, Rd, F4, S-Rg3, R-Rg3, PPT, Rg5, CK, and Rh2 are shown in supplementary Table S2 , RSD values are 1.95%, 1.73%, 3.04%, 3.15%, 3.93%, 1.89%, 0.78%, 2.00%, 4.17%, 1.56%, 2.43%, 2.83%, and 2.45%, respectively, and the RSD values are all less than 5%, indicating that the standard solution was with good repeatability.
